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Critical analysis of the stability
of frame device based on DERO-CD elements

(Krytyczna ocena stabilnosci uktadow ramowych
opartych o elementy uktadu CD i DERQO)

The authors present the clinical and radio-  tients. In cases with instrumentation more
logical evaluations of frame device based  than 3 segments of spine we observed si-
on DERO-CD instrumentation used in  gns of instability of instrumentation and
operative stabilization of spine in 10 pa-  loss of correction.
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